The sorption of isosorbide-5-mononitrate to intravenous delivery systems.
The sorption of isosorbide-5-mononitrate, diluted in 0.9% NaCl or 10% glucose solutions, to intravenous delivery systems was investigated. Infusion bags, burettes, a syringe, infusion tubings and end-line filters were tested in static and in dynamic experiments. No clinically significant sorption was detected during those experiments. The use of PVC tubings of different hardness did not influence the results.